Gastrojejunal fistula after insertion of percutaneous endoscopic gastrostomy.
The authors report the case of a 12-year-old boy with cystic fibrosis, in whom a percutaneous endoscopic gastrostomy device migrated into the jejunum, forming a gastrojejunal fistula.